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Purpose: The aim of this study was to evaluate the diagnostic accuracy of dual-source computed 
tomography (DSCT) in coronary artery disease, and to test the possibility of using this technique 
for coronary risk stratification.
Background: With the advent of DSCT, it is possible to image coronary plaque noninvasively. 
However, the accuracy of this method in terms of sensitivity and specificity has not been deter-
mined. Furthermore, noninvasive determination of plaque composition and plaque burden may 
be important for improving coronary risk stratification.
Methods: Forty-six patients with known coronary artery disease underwent DSCT quantita-
tive coronary angiography (QCA), and intravascular ultrasound (IVUS) were included in the 
study. The sensitivity, specificity, positive predictive value (PPV), and negative predictive value 
(NPV) of DSCT was calculated against QCA and IVUS. Plaque analysis software in a DSCT 
workstation was used to detect plaque characteristics associated with the Hounsfield unit (Hu) 
value compared with IVUS. Coronary artery plaques were classified into three types of lesions 
based on DSCT, and the relationship between different coronary lesions and clinical diagnosis 
was determined.
Results: DSCT angiography was performed in 46 patients, and a diagnostic-quality CT image 
was obtained in 44 patients. Coronary angiography was performed in 138 vessels and IVUS in 
102 vessels of all 46 patients. Sensitivity, specificity, PPV , and NPV of DSCT compared with 
QCA was 100%, 98%, 92%, and 100%, respectively. The same corresponding index of DSCT 
compared with IVUS was 100%, 99%, 95%, and 100%, respectively. Quantitative coronary 
stenosis analysis revealed a good correlation between DSCT and QCA (r = 0.85, P , 0.05, 
95% confidence interval [CI] 0.60–0.87). There was also a good correlation between DSCT 
and IVUS (r = 0.81, P , 0.05, 95% CI 0.56–0.82). In comparison with IVUS, DSCT predicted 
plaque characteristics more accurately. The coefficient correlation (r) of luminal cross-sectional 
area and external elastic membrane cross-sectional area between DSCT and IVUS was 0.82 
(P , 0.01, CI 0.67–0.89) and 0.78 (P , 0.01, CI 0.67–0.86), respectively. Three different 
types of plaque were identified on IVUS. Fatty plaque had a 45 ± 14 Hu value, fibrous plaque 
90 ± 20, and calcified plaque 530 ± 185, respectively, on DSCT. The relationship between clinical 
diagnosis and coronary plaque on DSCT indicated that lesions in patients with unstable angina 
pectoris or ST elevation myocardial infarction were mainly discrete soft plaques, but there was 
no significant difference in the distributive characteristics of the lesions in patients with non-ST 
elevation myocardial infarction and stable angina pectoris patients.
Conclusions: DSCT is a noninvasive tool that allows accurate evaluation of plaque charac-
teristics, diagnosis of coronary artery disease, and stratification of coronary risk according to 
different coronary plaque type.
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Introduction
Conventional quantitative coronary angiography (QCA) is 
considered the gold standard for evaluation of the   vascular 
lumen, and provides excellent results in demonstrating 
stenotic lesions in coronary artery disease and for coronary 
risk stratification. However, QCA is an invasive proce-
dure with a small risk of fatal events, making widespread 
application difficult, and does not allow direct visualization 
and evaluation of the artery wall. The characterization of 
coronary plaques without significant luminal narrowing 
is also not feasible with QCA. Intravascular ultrasound 
(IVUS) provides a quantitative measurement of atheroscle-
rotic plaque, as well as quantitative assessment of plaque 
composition, which is used to guide provisional stenting. 
However, IVUS cannot be used for routine evaluation of 
plaque characteristics because of its invasiveness and the 
related increased risk, additional time required, and cost. 
With development of high speed spiral computed tomography 
(CT), it has become possible to use CT noninvasively for 
coronary plaque evaluation and coronary risk stratification.1–3 
Dual-source computed tomography (DSCT) can visualize 
not only the vessel lumen but also the wall, allowing nonin-
vasive assessment of the presence and, potentially, the size 
of noncalcified coronary plaque. It has been documented 
that DSCT has extremely high sensitivity and specificity 
for evaluation of coronary artery stenosis. Nevertheless, 
DSCT also has some limitations in terms of the most recent 
generation scanners. For example, the presence of dense 
calcification in coronary vessels prevents assessment of the 
degree of luminal obstruction within the calcified zone. Other 
limitations include the need for a regular heart rhythm and a 
relatively low heart rate. However, these limitations might be 
overcome by using the newest generation of CT equipment. 
This study evaluated the diagnostic accuracy of DSCT and 
its coronary risk stratification ability compared with invasive 
coronary angiography and IVUS.
Methods
study population
From March 2007 to March 2008, we studied 46 patients 
with known coronary artery disease who were scheduled for 
coronary angiography. The average age was 65 ± 5.7 years 
(36 men and 10 women). Exclusion criteria were renal 
insufficiency (serum creatinine .1.5 mg/dL), hyperthy-
roidism (basal thyroid-stimulating hormone ,0.03 µL 
in   combination with elevated thyroid hormone levels 
[T3 . 6.3 pmol/L, T4 . 24.32 pmol/L] in peripheral 
blood), known allergic reaction to iodinated contrast media 
(Omnipaque®), history of coronary bypass surgery, arrhythmia, 
severe peripheral vascular disease precluding use of a 
8-F arterial sheath, or inability to follow breath-hold com-
mands. The clinical diagnosis was classified into four 
types, ie, stable angina pectoris, unstable angina pectoris, 
ST segment elevation myocardial infarction (STEMI), and 
non-ST segment elevation myocardial infarction (NSTEMI). 
Informed consent was obtained from each patient before 
examination.
Dual-source cT scan protocol
All CT scans were performed on a DSCT scanner (Somatom 
Definition, Siemens Medical Solutions, Forchheim, 
Germany). For contrast-enhanced scans, vessel opacification 
was achieved by automated injection of Omnipaque 80 mL at 
a flow rate of 5 mL/sec using a power injector. Estimation of 
individual circulation time was of necessity based on the test 
bolus technique, using a 20 mL bolus and dynamic evaluation 
software (Dyn EvaTM, Syngo®, Siemens). Collimation was 
2 × 32 × 0.6 mm, slice acquisition 64 × 0.6 mm using the 
z-flying focal spot technique, gantry rotation time 330 msec, 
pitch 0.20–0.43 adapted to heart rate, tube voltage 120 kV , 
and maximum tube current 400 mA per rotation. Beta-
blockers (25 mg or 50 mg orally) were given to patients 
whose heart rate was more than 65 beats per minute to ensure 
temporal resolution.
coronary angiography  
and intravascular ultrasound
Aspirin 300 mg and clopidogrel 300 mg were given orally 
eight hours before angiography. The femoral or radial artery 
was cannulated using the Seldinger technique. A 6 F Judkins 
catheter was used. Heparin 3000 U was administered. Coro-
nary angiography was performed in five different projections 
to unveil the lesions maximally.
The IVUS imaging system (Galaxy®) used was a monorail 
catheter of 2.7 F with a 40 mHz single crystal mechanical 
rotary ultrasonic probe (Atlantic Boston Scientific Corpo-
ration). A 6 or 7 F guiding catheter of EBU3.5 (Medtronic 
Launcher®) or XB3.5 (Cordis®) or JR4 (Cordis®) was intro-
duced. A guide wire with diameter of 0.014 inches was sent 
to the distal portion of target vessel. The automatic pullback 
velocity was 0.5 mm/sec.
image analysis
CT data were transferred to an offline workstation (Siemens, 
Germany), and assessed using the Circulation III pack-
age (Siemens, Germany) and Plaque Lens software Vascular Health and Risk Management 2010:6 submit your manuscript | www.dovepress.com
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(Siemens, Germany) for vessel or plaque analysis. The 
software is based on maximum intensity projections and 
multiplanar reconstructions. Images were displayed along 
and orthogonally to the center line of the coronary arteries. 
For additional orientation, thin-slab maximum intensity 
projections and three-dimensional volume renderings were 
also applied. Degree of coronary diameter stenosis (D%) 
was defined as referential diameter-luminal diameter/ 
referential diameter. In turn, referential diameter was defined 
as the diameter located in the proximal normal vessel. Luminal 
cross-sectional area (L-CSA) and external elastic membrane 
cross-sectional area (EEM-CSA) were calculated (Figure 1). 
A cross-section of the targeted lesion was acquired definiti-
vely and further L-CSA and   EEM-CSA were also calculated 
by plaque analysis after manual definition of the border of 
the vessel lumen and EEM. The Hounsfield (Hu) value was 
acquired automatically by plaque analysis software.
We stratified coronary artery plaque into three types, 
ie, a discrete lesion, a diffuse lesion, or a diffuse lesion 
with extensive calcification (mixed lesion) based on DSCT. 
A discrete lesion was defined as involvement of not more than 
two noncalcified plaques. A diffuse lesion was defined when 
more than two noncalcified plaques were involved, although 
spotty calcifications were permitted. A mixed lesion was 
defined as a diffuse lesion with extensive calcification.
QCA data for coronary stenosis was analyzed using a 
quantitative analysis software package (Crealife Worksta-
tion, China). IVUS data were acquired by offline Sonos 
Intravascular image analysis software. The method used to 
calculate L-CSA and EEM-CSA based on IVUS is shown 
in Figure 2. Once the area of vessel lumen and external 
elastic membrane was defined by the investigator, L-CSA 
and   EEM-CSA were calculated automatically by the analysis 
software. The method used to calculate D% based on IVUS 
was the same as that based on DSCT.
Two blinded readers with more than three years’ 
experience in DSCT independently reviewed the CT on a 
workstation. The QCA and IVUS image was also reviewed 
by two blinded readers. The final data were accepted as the 
average value obtained by two readers. To ensure that the 
same coronary section was taken by DSCT, QCA, and IVUS, 
side branches or calcification spots was selected as a distal 
anatomic marker for reference.
statistical analysis
Statistical analysis was performed using STATA 8.0 software. 
A P value less than 0.05 indicates statistical significance. 
Quantitative variables were expressed as the mean ± stan-
dard deviation, and categoric variables as frequencies or 
percentages. Bland–Altman analysis was used to display the 
systematic error and confidence interval (CI) between the 
measurements, whilst the correlation between two indices 
was assessed by calculation of Pearson’s correlation coef-
ficient. Pearson χ2 test is used to calculate the relationship 
between clinical diagnosis and lesion anatomy.
Results
clinical characteristics of patients
Clinical characteristics of the patients are shown in Table 1. 
DSCT angiography was performed in 46 patients one week 
before coronary angiography Diagnostic CT image quality 
was obtained in 44 patients, and in two patients only part of 
the coronary vessels could be visualized with good image 
quality. Therefore, they were not included in the accuracy 
analysis. In one patient, respiratory artifact was the reason 
for poor quality and in the other patient artifact was due to 
premature ventricular beats. Coronary angiography was 
performed in all 138 vessels, and IVUS was performed 
in 102 vessels. There were 42 vessels in the left anterior 
Figure 1 Dual-source computed tomography of a 55-year-old male with typical 
angina.  A)  Maximum  intensity  projections  of  left  anterior  descending  coronary 
artery showing significant stenosis due to soft plaque. B) corresponding cross-
section of the plaque in A and inner circle showing luminal cross-sectional area, and 
external circle showing external elastic membrane cross-sectional area.
Figure  2  A)  Quantitative  coronary  angiography  of  a  45-year-old  patient  with 
typical angina showed significant stenosis in middle of the left anterior descending 
coronary artery and degree of coronary diameter stenosis is 65%. B) corresponding 
intravascular ultrasound image of the plaque in the same patient, minimal luminal 
cross-sectional area is 3.7 mm2 and external elastic membrane cross-sectional area 
is 15.1 mm2.Vascular Health and Risk Management 2010:6 submit your manuscript | www.dovepress.com
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descending coronary artery, 35 in the left circumflex artery, 
and 25 in the right coronary artery. A diameter stenosis 
of 50% was considered significant. The American Heart 
Association 15-segment classification was used to evaluate 
coronary segmentation.
Accuracy of DscT for detection  
of coronary artery stenosis
QCA was performed in 620 segments and in 44 patients 
in whom DSCT quality was able to be evaluated. One 
hundred and twelve segments showed significant stenosis 
and 508 segments were free of lesions. By DSCT, 122 seg-
ments showed significant stenosis and 498 segments did 
not show any significant stenosis. Therefore, the sensitivity, 
specificity, positive predictive value (PPV), and negative 
predictive value (NPV) of DSCT was 100%, 98%, 92% and 
100%, respectively, in comparison with QCA. IVUS was 
performed in 420 segments in 44 patients. Eighty segments 
showed significant stenosis and 320 segments did not have 
any significant stenosis. By DSCT, 84 segments showed 
significant stenosis and 316 segments did not. Therefore, the 
sensitivity, specificity, PPV, and NPV of DSCT compared 
with IVUS was 100%, 99%, 95%, and 100%, respectively 
(Table 2).
Stenosis and plaque quantification
Quantitative analysis of the stenosis revealed a good cor-
relation between DSCT and QCA (Spearman’s correla-
tion   coefficient r = 0.85, P , 0.05, 95% CI 0.60–0.87). It 
also showed a good correlation between DSCT and IVUS 
(Spearman’s correlation coefficient r = 0.81, P , 0.05, 95% 
CI 0.56–0.82). Plaque analysis software in a DSCT work-
station was used to detect noncalcified plaques. L-CSA and 
EEM-CSA in the same lesion were evaluated by DSCT and 
IVUS. This showed a good correlation between DSCT 
and IVUS, with a coefficient correlation between the two 
indices of 0.82 (P , 0.01, CI 0.67–0.89) and 0.78 (P , 0.01, 
CI 0.67–0.86), respectively (Table 3).
Plaque analysis software in a DSCT station was used 
to determine the Hu value of different plaques compared 
with IVUS. We classified plaque into three different types 
according to IVUS, including fatty plaque, fibrous plaque, 
and calcified plaque. Hu values for fatty, fibrous, and calcified 
plaques were 45 ± 14, 90 ± 20, and 530 ± 185, respectively. 
These differences between the three kinds of plaque were 
statistically significant (P , 0.05).
Relationship between clinical  
diagnosis and lesion anatomy
The differential diagnoses of the coronary lesions are shown 
in Table 4. The distribution of coronary lesions according 
to the four different clinical diagnoses were not signifi-
cantly   different statistically (P = 0.15). However, patients 
with unstable angina pectoris and those with STEMI had 
significantly more discrete lesions (P = 0.0007 and 0.01, 
  respectively). For NSTEMI and stable angina pectoris 
patients, there was no significant difference (P . 0.05).
Discussion
It was only a year ago in China that people began to accept 
the fact that DSCT can be used for coronary imaging.4 Before 
that, there had been a lot of uncertainty, dispute, and even 
frank resistance to this new technique. People insist that 
coronary angiography is the gold standard. In this paper, we 
have clearly demonstrated that DSCT is reasonably accurate 
in diagnosing coronary heart disease. Compared with QCA, 
Table 2 Diagnostic accuracy of dual-stage computed tomography
Sensitivity Specificity PPV NPV
QcA 100%  
(112/112)
98%  
(498/508)
92%  
(112/122)
100%  
(498/498)
iVUs 100%  
(80/80)
99%  
(316/320)
95%  
(80/84)
100%  
(316/316)
Abbreviations: DscT, dual-stage computed tomography; PPV, positive predictive 
value;  nPV,  negative  predictive  value;  iVUs,  intravascular  ultrasound;  QcA, 
quantitative coronary angiography.
Table 3 Coefficient correlation (γ)
Stenosis L-CSA EEM-CSA
γ (DscT with iVUs) 0.81 0.82 0.78
γ (DscT with QcA) 0.85
Abbreviations:  DscT,  dual-stage  computed  tomography;  iVUs,  intravascular 
ultrasound; QCA, quantitative coronary angiography; L-CSA, minimal luminal cross-
sectional area; eeM-csA, external elastic membrane cross-sectional area.
Table 1 clinical characteristics of patients
Age, years 62 ± 20
Male/female 36/10
Diabetes 12 (26%)
Hypertension 20 (43%)
Hyperlipidemia 15 (33%)
smoking 27 (59%)
Obesity 13 (28%)
Final diagnosis
  UAP 30 (65.2%)
  sTeMi 3 (6.5%)
  nsTeMi 4 (8.7%)
  sAP 9 (19.6%)
Heart rate (beats per minute) 59 ± 6.5
Abbreviations: UAP, unstable angina pectoris; sAP, stable angina pectoris; sTeMi, 
sT segment elevation myocardial infarction; nsTeMi, non-sT segment elevation 
myocardial infarction.Vascular Health and Risk Management 2010:6 submit your manuscript | www.dovepress.com
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the sensitivity of DSCT is 100%, specificity is 98%, and NPV 
is 100%. Compared with IVUS, the results were almost the 
same. The high accuracy results were mainly due to the fact 
that the patients were highly selected, and may not reflect 
the real world situation. The diagnosis was already known 
and we only wanted to know if the results of DSCT correlate 
well with QCA and IVUS. There have been many studies 
comparing DSCT with QCA and IVUS, with conflicting 
results.5,6 The reason for this is clear, ie, the sensitivity and 
specificity depend on the prevalence of coronary heart dis-
ease. The prevalence is higher and the specificity is poorer 
because the study was done in highly selected patients. 
To enter the study, the patients had to undergo both IVUS 
and QCA. Therefore, many factors which may affect image 
quality were eliminated before the study, for example, artifact 
and severe calcification.
Once the validation was completed we could proceed 
to analyze the images quantitatively by tracing the DSCT 
images. L-CSA and EEM-CSA were used to calculate 
stenosis. A strength of this study was the demonstration that 
DSCT can quantitate stenosis and plaque, much like IVUS. 
The correlation between DSCT and IVUS were excellent, 
with r = 0.82 (P , 0.01, CI 0.67–0.89).
The advantage of DSCT was its ability to analyze plaque.7 
The CT density value can help characterize the nature of 
plaque. According to the CT density hypothesis, the lower 
the Hu unit is, the more unstable the plaque. We classified 
plaque into three different types, according to Hu value, 
as fatty, fibrous, or calcified plaque. There were very good 
correlation between Hu value and IVUS, including for fatty 
plaque, fibrous plaque, and calcified plaque. Hu values for 
fatty, fibrous and calcified plaque were, respectively, 45 ± 14, 
90 ± 20, and 530 ± 185, with the difference being statistically 
significant for the three kinds of plaque (P , 0.05). Motoyama 
et al8 used a cutoff value of ,30 Hu or 30 Hu _NCP _150 to 
diagnoses soft plaque or fibrous plaque. There was a good 
correlation between Hu value and clinical diagnosis. For 
stable angina the range was 30 Hu _NCP _150. In acute 
coronary syndromes, however, the range was ,30 Hu. We 
divided our patients into STEMI, NSTEMI, unstable angina, 
and stable angina. Even with the same clinical diagnosis, 
different anatomic entities could be detected by DSCT. Dis-
crete lesions detected by DSCT were found more in patients 
with unstable angina pectoris or a STEMI, while diffuse and 
mixed lesions were detected more often in patients with an 
NSTEMI or stable angina. This finding is in accordance with 
the unstable plaque hypothesis. A large, soft, and expansive 
plaque represents a vulnerable one. In patients with diffuse 
and calcified lesions there were a lot of episodes of NSTEMI 
and stable angina. The course of the disease is protracted 
but less risky than when associated with new-onset unstable 
angina pectoris. In view of the broad range of disease entities 
involved, it is necessary to incorporate the anatomic diagnosis 
into a clinical diagnosis.9 The treatment strategy would also 
be different. We hypothesized that, for discrete soft plaques, 
stenting would be the best choice in terms of long-term 
results, whereas a medical or surgical strategy would be a 
reasonable choice for diffuse or calcified lesions.
Cardiac imaging for coronary artery disease has made 
excellent progress since the advent of multislice spiral CT.10,11 
Coronary CT angiography has gained more robustness and 
accuracy since the development of the more recent genera-
tions of CT scanners.12 In contrast with earlier studies using 
MSCT systems with lower temporal resolution, dual-source 
technology has demonstrated good clinical robustness.13,14 In 
China, some recent studies have focused on the accuracy of 
DSCT compared with IVUS, but the results have not been 
consistent. Therefore, we carried out a study to confirm the 
diagnostic accuracy of DSCT. This is one of the first studies 
demonstrating that DSCT, unlike QCA and IVUS, allows 
evaluation of coronary stenosis and plaque characteristics 
simultaneously. This may be the first time that three different 
types of coronary plaque have been identified and related to 
different types of coronary artery disease.
In earlier studies it was demonstrated that multislice 
spiral CT-derived stenosis qualification is difficult, espe-
cially in the presence of calcifications that sometimes lead 
to an overestimation of stenosis severity.15–17 However, 
in a recent scientific statement from the American Heart 
Association, multislice CT angiography gained a Class IIa 
recommendation as a first-line diagnostic test for patients 
with an intermediate likelihood for significant coronary 
stenosis.18 In the present study, we therefore aimed to test 
the performance of DSCT in clinically relevant patients. Our 
results reveal that DSCT has good concordance compared 
with QCA in   significant stenosis (.50%). It also showed 
Table  4  Different  diagnosis  and  lesions  based  on  dual-stage 
computed tomography
Discrete lesion Diffuse lesion Mixed lesion
UAP (30) 18 6 6
sTeMi (3) 3 0 0
nsTeMi (4) 0 3 1
sAP (9) 4 3 2
Abbreviations: UAP, unstable angina pectoris; sAP, stable angina pectoris; sTeMi, 
sT segment elevation myocardial infarction; nsTeMi, non-sT segment elevation 
myocardial infarction.Vascular Health and Risk Management 2010:6 submit your manuscript | www.dovepress.com
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good   concordance with IVUS (Figure 3 demonstrates a 
typical case).
In our study, plaque analysis software in a DSCT work-
station was used to detect the characteristics of noncalcified 
plaque. It showed good coherence between DSCT and IVUS. 
The coefficient correlations (r) of L-CSA and EEM-CSA 
are 0.82 and 0.78, respectively. This result is similar to 
those of other studies of the accuracy of DSCT in detect-
ing plaque characteristics. It has been widely reported that 
DSCT can evaluate noncalcified plaque accurately. However, 
for widely calcified plaque, the accuracy of DSCT is still 
questionable.19
Coronary risk stratification has an important role in the 
diagnosis and treatment of coronary artery disease. The best 
known is the Global Registry Of Acute Coronary Events 
(GRACE) system. However, there are still limitations 
because the real status of the coronary artery is not clear. 
Although coronary angiography can show us the coronary 
artery clearly and the degree of stenosis is very clear, the 
plaque characteristics on the wall of the coronary artery are 
uncertain. DSCT can provide us with all of this informa-
tion. Recently, there have been some studies focusing on 
multislice CT characteristics of coronary lesions in acute 
coronary syndromes and contrasted them with those in 
stable angina pectoris.20 The CT characteristics of plaque 
associated with acute coronary syndromes include positive 
vascular remodeling, low plaque density, and spotty calci-
fication which is very different to stable angina pectoris.21 
It is logical to presume that plaques vulnerable to rupture 
harbor similar characteristics. In this study, we firstly clas-
sified coronary plaques into three types of lesion and tried 
to discover the relationship between coronary lesions and 
diagnosis to stratify coronary risk by DSCT. Our study 
revealed that lesions in patients with unstable angina pec-
toris and STEMI are associated with discrete plaque. For 
NSTEMI and stable angina pectoris patients, there is no 
obvious distribution of types of lesion. The above result is 
just a start, and more detailed studies will investigate the 
characteristics of these types of plaques and the clinical 
diagnosis using DSCT.
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